Implants containing antimicrobial metals may reduce morbidity, mortality, and healthcare costs associated with medical device-related infections. We have deposited diamondlike carbonsilver (DLC-Ag), diamondlike carbon-platinum (DLC-Pt), and diamondlike carbon-silverplatinum (DLC-AgPt) thin films using a multicomponent target pulsed laser deposition process.
INTRODUCTION
Medical device infection is associated with significant morbidity, mortality, and associated healthcare costs [1] [2] . Microorganisms colonize the medical device surface, and form sessile communities known as a biofilms. These biofilms contain 5-50 µm thick glycoprotein matrices that protect the bacteria through a diffusion limitation process, and increase their resistance to antibodies, macrophages, and antibiotics. In addition, the constituents of stainless steel and cobalt-based alloys can inhibit macrophage chemotaxis, phagocytosis, and other immune system processes for dealing with infection [3] . Finally, tissue damage (e.g., prior irradiation for treatment of malignancy) may increase susceptibility to infection. Local and systemic infections may result, including insertion site abscess, septicemia, endocarditis, and gangrene of extremities. The healthcare costs associated with medical device infections are enormous; for example, systemic bloodstream infections are associated with an estimated cost of $25,000 per episode [4] .
The sustained delivery of antimicrobial agents into the medical device microenvironment may prevent biofilm formation and avoid systemic side effects associated with oral or intravenous antimicrobial administration [5] [6] . For example, coating a medical device with silver may impart antimicrobial and anti-inflammatory properties. Silver has been used in medicine since the late nineteenth century, when Crede introduced 1% silver nitrate solution for preventing ocular infections in neonates [7] . Silver has several effects on microbial cells, including impeding the cytochrome respiratory chain, impeding the microbial electron transport system, and preventing DNA replication [8] [9] [10] . Silver is effective against a broad range of yeast, fungi, viruses, aerobic bacteria, anaerobic bacteria, Gram-negative bacteria (including Pseudomonas aeruginosa), and Gram-positive bacteria (including methicillin-resistant
WSRC-MS-2005-00051
Staphylococcus aureus) [11] [12] [13] [14] . Silver may also possess anti-inflammatory properties; for example, studies have shown increased neutrophil apoptosis, reduced matrix metalloproteinase activity, reduced tumor necrosis factor-alpha levels, and more rapid healing in wounds dressed with silver [15] [16] [17] [18] [19] . Silver must be in a soluble, uncharged (Ag 0 ) or metallic (Ag +1 ) form to provide these biological effects [7] . Silver nitrate, silver sulfadiazine, and nanocrystalline silver are FDA-approved antimicrobials that are used in the treatment of chronic wounds.
Conventional ionic silver preparations, such as silver nitrate and silver sulfadiazine, are quickly inactivated in biological fluids because silver chloride and other biologically inactive complexes are formed. As a result, larger quantities of these preparations must be continually reapplied to provide antimicrobial activity. It is currently believed that nanocrystalline silver is far less rapidly deactivated by biological fluids than the ionic form, and can provide sustained antimicrobial action in medical applications. Nanocrystalline silver dissolves in biological solutions to provide a concentration of Ag 0 and Ag +1 ions in the range of ~70 ppm [20] [21] [22] [23] . As the silver ions are depleted, an equilibrium shift causes additional Ag 0 and Ag +1 ions to be released. Several groups have demonstrated that galvanically coupling silver with platinum can further increase antimicrobial activity by accelerating the silver ion release [24] . Devices containing nanocrystalline silver and platinum may provide improved antimicrobial and antiinflammatory properties for implantable medical devices.
We have incorporated silver and platinum within diamondlike carbon (DLC) thin films in order to provide these otherwise inert medical-device coatings with antimicrobial properties.
The term diamondlike carbon is used to describe hydrogen-free carbon solids that contain an amorphous network of tetrahedrally and trigonally hybridized carbon atoms [25] . [47, 48] . These properties could dramatically extend the lifetimes of new generation implantable microdevices.
Diamondlike carbon-silver (DLC-Ag), diamondlike carbon-platinum (DLC-Pt), and diamondlike carbon-silver-platinum (DLC-AgPt) thin films were prepared using a rotating multicomponent target pulsed laser deposition process. These films were examined using transmission electron microscopy, visible Raman spectroscopy, and nanoindentation.
Electrochemical testing was conducted to assess the general and localized corrosion resistance of these materials. Microbial biofilm attachment testing was performed using gram positive
Staphylococcus bacteria. Diamondlike carbon-silver-platinum films may provide unique biological functionalities and improved lifetimes for next generation cardiovascular, orthopaedic, biosensor, and implantable microelectromechanical systems.
EXPERIMENTAL METHODS
Several 1 cm x 1 cm pieces of silicon (100) were cleaned in acetone and methanol within an ultrasonic cleaner. The silicon substrates were subsequently dipped in hydrofluoric acid to remove silicon oxide, which resulted in a hydrogen-terminated surface. In addition, several 2 cm x 2 cm Ti-6Al-4V (wt.%) pieces, denoted as Ti-Al-V, were cleaned in acetone and methanol.
The cleaned substrates and target were loaded into a pulsed laser deposition chamber, which was evacuated to a pressure of ~5 x 10 -6 Torr ( A Nanoindenter II® system (MTS Instruments, Oak Ridge TN) was used to determine nanohardness and Young's modulus values for the diamondlike carbon and diamondlike carbonsilver films. The samples were examined using an ultra-low load DCM indentation head and a three-sided diamond pyramid (Berkovitch) tip. Indentations were performed using a trapezoidal loading curve. The maximum load was varied between 150 and 600 mN. A constant loading rate of 30 mN/s was applied. Nanohardness and Young's modulus values were measured as a function of indentation depth, and were determined using a modified Oliver-Pharr model [49] .
The tip was calibrated following the partial unloading method, and was cleaned with isopropanol between indentations.
Electrochemical cyclic-anodic-polarization tests were conducted using an EG&G Princeton Applied Research 263A potentiostat with Powercorr software (Princeton Applied
Research, Oak Ridge, TN). The electrochemical cell consisted of the corrosion sample, a saturated calomel reference electrode, and a platinum counter electrode. Thus, all potentials were described in reference to the saturated calomel electrode (SCE). Electrochemical
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characterization was performed in a phosphate-buffered saline (PBS) electrolyte at 37° C. The composition of the electrolyte is presented in Table 1 . These studies were performed on seven diamondlike carbon-silver, diamondlike carbon-platinum, and diamondlike carbon-silverplatinum films deposited on Ti-Al-V substrates. A control group of six Ti-Al-V substrates was also examined. Each of the DLC-coated samples was subjected to corrosion testing only one time, because the DLC-metal composite films were of insufficient thickness for multiple tests.
The PBS electrolyte is meant to simulate in vivo electrochemical conditions. The mean pH (± 95% confidence intervals) of the PBS electrolyte for all tests was 7.41 ± 0.01, which is near that found in the human body (7.0 -7.4) [50] . The dissolved oxygen content of this electrolyte was reduced to a physiologically-relevant value of 3.3 x 10 -2 mol/m 3 by aerating the electrolyte with a 4% O 2 /N 2 gas mixture at a flow rate of 50 mL/min for one hour prior to testing [51] . Aeration was continued throughout corrosion testing in order to maintain the reduced oxygen content.
A polymer sample holder was used to repeatedly expose 28 mm 2 of each sample to the electrolyte during testing. Before each polarization scan was initiated, the corrosion sample was allowed to stabilize in the electrolyte until the potential changed by no more than 2 mV over a five minute time period. This value was determined to be the open-circuit corrosion potential (E corr ). The potential scan was started at 20 mV below E corr and continued in a positive direction at a scan rate of 0.17 mV/s until a potential of 1000 mV (SCE) was reached. At this point, the scan direction was reversed, and the potential was decreased at the same rate until a new E corr was reached. A vertex potential of 1000 mV (SCE) was selected as a conservative, maximum potential for investigation for the following reasons. Assuming that the dissolved oxygen is the principal oxidizer (cathodic reagent) in the biocorrosion process at near-neutral pH values, E corr WSRC-MS-2005-00051 could not be above the equilibrium potential for the half-cell reaction, O 2 + 2H 2 O + 4e = 4OH -, which is 549 mV (SCE) at pH = 7.4. These equilibrium potentials are given by "line b" on potential-pH Pourbaix diagrams [52] for an oxygen partial pressure of one atmosphere.
Considering that the partial pressure of oxygen in the PBS electrolyte was much lower than this, giving even lower potentials, a 1000 mV (SCE) vertex potential provides a potential range that encompasses all possible E corr values, even with additional oxidizers present.
Following electrochemical testing, several corrosion-related parameters were derived from the cyclic-anodic-polarization curves [53] . The cyclic-anodic polarization test provides information on the localized corrosion resistance and the general corrosion rate of a given material in the test environment. The controlled specimen potential can be regarded as the "driving force" for corrosion, and the anodic current density is directly related to the specimen corrosion rate. All of the materials were found to be immune to localized corrosion in the tested environment; therefore, only the corrosion-penetration rates and the passive anodic current densities will be discussed.
The open-circuit corrosion-current density (i corr ) and corrosion-penetration rate (CPR) are directly related to the total amount of the metal content introduced into the body as described by the Taylor equation [54, 55] . The CPR is an estimate of the corrosion rate of a material at E corr .
This value is dependent on inherent material and electrolyte properties and can be determined from i corr by the application of Faraday's Law [56] . In this study, i corr was calculated by the polarization-resistance method. It is important to note that the values derived from electrochemical tests are dependent on the potential scan rate and other test variables.
Statistical analyses of the corrosion data were performed using JMP 5. were tested for the derived corrosion parameters. These assumptions were not valid for the E corr and CPR data, and the Box-Cox transformation [57] was used in an attempt to improve the compliance with the parametric assumptions. For the E corr data, these assumptions were not met even after using the Box-Cox transformation, and the nonparametric Kruskal-Wallis test with pairwise comparisons was utilized instead to provide statistically-relevant data [58] . 
RESULTS AND DISCUSSION

Z-contrast scanning transmission electron microscopy
Z-contrast scanning transmission electron microscopy provides unique structural information on nanocomposite thin films [60] . The Z-contrast image is formed by scanning a 2.2 Å probe across an ion implantation-thinned region of the film. The Z-contrast signal is collected using a high-angle annular detector, and the electron signal scattered through large angles (typically 75 to 150 mrad) is analyzed. The resulting contrast is proportional to the atomic number squared (Z 2 ). For example, the silver: carbon contrast is over 60:1, and the platinum:carbon contrast is 169:1. Dark field Z-contrast images of the diamondlike carbonsilver and the diamondlike carbon-platinum composite films are shown in Figures 3 and 4, respectively. The dark regions correspond to the higher atomic number metal regions, and the bright regions correspond to the DLC matrix. The average size of these nanocrystalline particles varied between 3 nm and 5 nm. These images demonstrate that the noble metals are segregated into nanoparticle arrays within the diamondlike carbon matrix. These nanoparticle arrays may serve as reservoirs for neutral-metal and metal-ion species when placed within in vitro and in vivo environments.
Raman spectroscopy
The Raman spectra of the diamondlike carbon films ( Both diamondlike carbon-silver and diamondlike carbon-platinum composite films contain the following features: the G-band exhibits a reduction in peak width (FWHM), the G-band exhibits a shift to lower wavenumbers, and the D-band increases in size. These features were observed in both diamondlike carbon-silver and diamondlike carbon-platinum films. The G band position shift can be related a decrease in sp 3 content or an increase in graphitic cluster size [61] [62] . The reduction of G-band width can also be attributed to a decrease in compressive stresses within the film. The increase in D-band height appears to be inversely correlated with the amount of sp 3 -hybridized carbon atoms ( Figure 5 ). These features taken together suggest that diamondlike carbon-silver and diamondlike carbon-platinum composite films possess lower amounts of tetrahedrally hybridized atoms and/or a decrease in compressive stresses within the film.
Nanoindentation
During nanoindentation, the modulus of the coated sample approached that of the uncoated sample at approximately 600 nm. The mean (± standard deviation) nanohardness and Young's modulus values for the diamondlike carbon-silver composite film were determined to be 37.4 ± 6.7 GPa and 331.0 ± 40.8 GPa, respectively (Table 2) . These values are similar to those observed in layered WC/DLC and TiC/DLC composites prepared using magnetron sputtering or electron cyclotron resonance chemical vapor deposition techniques (nanohardness~27 GPa). In addition, these values are significantly greater than those observed in a-C:H-copper coatings prepared using plasma-enhanced chemical vapor deposition (PECVD) or hybrid microwave plasma-assisted chemical vapor deposition/sputtering techniques (nanohardness~10 GPa) [63] [64] [65] [66] [67] .
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Electrochemical characterization
The average cyclic-anodic-polarization curve for each of the materials is shown in Figure   6 . These curves demonstrate that each material was passive at E corr and exhibited low opencircuit corrosion current densities (0.08 -0.39 mA/m 2 ) in the passive region. The E corr values are plotted for comparison in Figure 7 . The Ti-Al-V substrate demonstrated a low mean (± 95% CIs) CPR of 0.1 ± 0.0 µm/year (Figure 8 ). The mean (± 95% CIs) CPR values were determined to be 0.2 ± 0.1, 0.2 ± 0.2, and 0.3 ± 0.1 µm/year for the diamondlike carbon-silver, diamondlike carbon-platinum, and diamondlike carbon-silver-platinum films, respectively. All of these values were exceptionally low and within the expected range of behavior of corrosion-resistant passive materials. In addition, all of the materials examined in this study were found to be immune to localized corrosion below 1000 mV (SCE).
Several of the relevant corrosion parameters from this study are compared with literature values in Table 3 carbon-silver, diamondlike carbon-platinum, and diamondlike carbon-silver-platinum films exhibited statistically significant 93%, 87%, 87%, and 80% lower CPR values than 316L SS (p < 0.0001), respectively. All other variations among CPR values were not found to be statistically significant. The immunity to localized corrosion observed in diamondlike carbon-silver, diamondlike carbon-platinum, and diamondlike carbon-silver-platinum films was comparable to that observed in Ti-Al-V and CoCrMo alloys.
Antimicrobial testing
The gram positive Staphylococcus sp produced quantifiable biofilms after 24, 48, and 72
hours. The amount of microbial colonization varied with incubation period and composite film type; a significant variation in the amount of microbial colonization per unit area was observed among uncoated silicon (100) substrates, diamondlike carbon-silver films, and diamondlike carbon-silver-platinum films. The silicon substrate used as a control demonstrated planktonic and biofilm-forming clusters after incubation with Staphylococcus sp (Figure 9 ). On the other hand, the diamondlike carbon-silver and diamondlike carbon-silver-platinum films demonstrated significantly lower microbial concentrations over all time scales. At 72 hours testing, the diamondlike carbon-silver film demonstrated greater than fifty percent lower colonization rate than the uncoated silicon substrate, and the diamondlike carbon-silver-platinum composite film demonstrated a ninety percent lower colonization rate than the uncoated silicon substrate. These results suggest that the galvanic couple between silver and platinum accelerates silver ion release and provides additional antimicrobial functionality to the film surface.
CONCLUSIONS
Diamondlike carbon-silver, diamondlike carbon-platinum, and diamondlike carbonsilver-platinum composite films were prepared using a novel multicomponent target pulsed laser deposition process. Silver and platinum form nanoparticle arrays within the diamondlike carbon matrix. This nanoparticle composite structure can be attributed to the high surface energy of noble metals relative to carbon. Ostwald ripening is prevented, and the resulting metal WSRC-MS-2005-00051 Table 3 . Relevant corrosion parameters from this study and other reports in the literature. Error ranges signify 95% confidence intervals. All of the CPRs and some of the other values from the literature were estimated from the available data, when necessary. 
